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DIN EN 15823
CITO-SYSTEM GmbH

Identification Number: Pharmacy Packaging
Standard: Marburg Medium Embossed round
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Height: 0.20- 0.08

Base diameter: 1.60± 0.15

Space: 2.50± 0.10

mm

Accurate measurements are important!

Legend

A,B,C - control points of three selected Braille characters

H1,H2,H3 - measured height of each of the three control dots

B1,B2,B3 - measured base diameters of each of the three control points

S1-2,S2-3 - measured distances between points A and B and B and C

Compliant result, all measured point meet the requirements in terms of height, diameter of the base and 
distance

Index Number 0815-007

mm H1 H2 H3 B1 B2 B3 S1-2 S2-3

A 0.28 0.31 0.28 1.62 1.60 1.58 2.56 2.54

B 0.28 0.28 0.28 1.58 1.60 1.54 2.55 2.40

C 0.24 0.26 0.29 1.67 1.66 1.66 2.51 2.50

Average Max Min

0.28 0.31 0.24

1.61 1.67 1.54

2.51 2.56 2.40


